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The application of ellipsometry to the determination of the optical properties of thin 
films on transparent substrates by the use of internal reflection and angles of incidence near 
the critical angle for total reflection is described and illustrated. Four cases are considered: 
1. the angle of incidence, di, is less than either the critical angle for total reflection between 
the substrate and the film, ^c^-^, and the critical angle between the substrate and the sur- 
rounding medium, Bc^^^-, 2. ^c^•^>6>^>^c^•^• 3. eici-K^K^c^-^; and 4. 0c^'K6>t>^ci'2. For case 1, 
at certain critical values of film thickness d and refractive index ^2, the reflected light may 
be polarized with its electric vector either entirely in or normal to the plane of incidence. 
Near these conditions the; sensitivity of ellipsometric measurements is extremely high, but 
the intensity of the reflected light is v(^ry low. I^^xcept under these conditions the intensity 
is adequate for experimental measurements, as it is also in case 2. For case 1 it is always 
possible to determine 712 and d by a single measun^ntMit; for case 2 this is possible only tor 
thin films. For cases o and 4, and case 2 for thick films, only onc^ of tlu^se may be determined. 
Under these conditions, however, the reflectivity is 100 percent. 



1. Introduction 

The determination of the optical constants of 
surfaces and the thickness and refractive index of 
thin fihns by measurement of the changes hi the 
state of poLirization of polarized hght upon reflec- 
tion is based on the well-known equations of Drude 
[1].^ The technique for carrying out these measure- 
ments is frequently referred to as ellipsometry and 
has been described in detail elsewhere [e.g., 2, 3, 4]. 

Most work with ellipsometry has been concerned 
with studies on metallic surfaces [2, 3], either because 
of their intrinsic interest or because they form highly 
reflecting substrates for the study of thin fihns. 
However, it is sometimes desirable to measure the 
properties of thin films on transparent surfaces, in 
which case the low intensity of the reflected light 
makes accurate analysis of its state of polarization 
difficult. 

There are two possible systems which would, in 
general, increase the intensity of the reflected beam 
over that obtained by direct external reflection from 
a transparent surface. In one, a thin layer of the 
transparent material which is to be used as a sub- 
strate for tlie film is placed in intimate contact with 
a metal, w4iich is used as the reflecting substrate. 
The transparent material may be placed as a film on 
a metallic plate, for example by evaporating a film of 
silica on a metallic substrate in a vacuum evaporator. 



1 Figures in brackets indicate the literature reference at the end of this paper. 



It is necessary, of course, to determine the optical 
properties of the metal prior to deposition of the 
film, and these properties nuist not cliange as a result 
of this deposition. The metal may also be evapo- 
rated onto the transparent material. In tliis case it 
should be possible to determine the optical prop- 
erties of the bare metallic surface directly, and, from 
the other side, the properties of the transparent plate. 
For til is technique the faces of the plate must be 
sufficiently flat and parallel. This system of a 
transparent film backed in some manner by a metallic 
reflecting surface does not differ from the usual 
system of a metallic reflector with multiple films 
[5], and will not be discussed further. 

A second possible system is one in which it is 
arranged to have internal refiection at the boundary 
of the transparent material in question and to use 
angles near or above the critical angle for total in- 
ternal reflection. This can be accomplished by con- 
structing a prism of the substrate material or, if 
other considerations permit, by placing the material 
in a liquid of higher refractive index. At angles of 
incidence greater than the critical angle, all the light 
is refiected and intensity problems are obviated. 
Although there is total refiection at angles of inci- 
dence greater than the critical angle, the beam does 
penetrate the medium of lower refractive index; this 
effect has been used to study the infrared spectra of 
opaque materials [6, 7]. In ellipsometric applica- 
tions, total reflection permits the use of multiple re- 
flections to increase sensitivity [8], but does lead to 
the serious limitation that the refractive index and 
thickness of a thin film may not be determined 
simultaneously. 
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Figure 1. Reflectivity as a function of angle of incidence for 
internal reflection in the neighborhood of the critical angle. 

The calculations were made using the refractive indexes given in table 1. 

At angles between the polarizing angle and the 
critical angle the intensity of light reflected rises very 
sharply as the critical angle is approached, and this 
region may be used quite effectively for ellipsometric 
studies. For example, the intensity of reflected light 
as a function of angle of incidence is shown in figure 1 
(critical angle=46.68 deg). For an angle of inci- 
dence within 0.2 deg of the critical angle, the reflec- 
tivity is 60 percent. Although the reflectivity will 
vary greatly with the thickness and refractive index 
of any film on the surface, it will be shown that the 
reflectivity remains quite high for relatively thin 
films and hence this is a useful region for carrying 
out ellipsometric measurements on thin films on 
transparent substrates. 

This paper will illustrate the application of ellip- 
sometry to this type of system by presenting detailed 
calculations of the changes in the state of polarization 
of light reflected from a transparent surface covered 
by a transparent film for certain specific values of 
angles of incidence and refractive indexes. The 
calculations were carried out by means of the pro- 
gram described by McCrackin and Colson [9] using 
the IBM 7094 computer. 

2. Reflection at an Interface 

As is well known, p, the ratio of the reflection 
coefiicient for light polarized with the electric vector 
in the plane of incidence, r^, to the reflection coeffi- 
cient for light polarized with the electric vector 
normal to the plane of incidence, r% may be repre- 
sented by the equation 



^=-8=^^"^ "f^e'^ 



(1) 



For a bare surface p is simply the ratio of the Fresnel 
coefficients. For a semi-infinite medium (which we 
call the ^ 'medium' of refractive n^ separated by a 
film of refractive index 7i2 from another semi-infinite 
medium of refractive index Ui (which we call the 
"substrate' '), the ratio of reflection coefficients for 
light incident at the ni—n2 interface from the Ui side 
is given by the exact Drude equation 



tan xpe^ 



rf2+r^3 exp D 
l+rfargg exp D 
rh+rls exp D 



(2) 



l+rl2^?3expZ> 



where tan x// is the ratio of the magnitude of the two 
coefficients and A is the difference in their phases. 



where ri2 and r23 are the Fresnel coefficients at the 
substrate-film and film-medium interface respec- 
tively. D is given by 

D=—4Tin2 cos 02 d/\ 

where 02 is the angle of incidence at the film-medium 
interface, X is the wavelength of the light in vacuum, 
and i^-yj—l. It is clear that if all the parameters in 
this equation are known but two, say 712 and d 
(provided ^2 is real), then a measurement of A and xp 
permits the determination of these two, and the 
methods for doing this have been described else- 
where [2, 3]. 

If total reflection occurs, however, r^ and r^ both 
have a magnitude of unity, so that \p is always equal 
to 7r/4. This gives only one experimental parameter 
(A) and permits the calculation of only one of the 
quantities 712 or d; the other must be determined by 
other means. This is the most serious limitation 
imposed by total internal reflection. 

3. Parameters of Systems Discussed 

We consider only the case in which 7^l is greater 
than both 712 and ris and all indexes are real. Since 
fight is considered incident at the ni—n2 interface 
from the higher refractive index side, internal reflec- 
tion occurs. We call the angle of incidence Of, and 
for such a system two critical angles must be con- 
sidered. These are d\'^, the critical angle for total 
reflection between the substrate and the film, and 
^J'^, the critical angle for total reflection between the 
substrate and the surrounding medium. Four cases 
can then be considered: one in which the angle of 
incidence, Bi^ is less than either d\'^ or ^J*^, two cases in 
which di is greater than one of these but less than the 
other, and the case in which Bi exceeds both these 
critical angles. Note that the critical angle for 
reflection at the film-medium interface, 0c'^ need not 
be specifically considered, for when Bi=Bl'^, the angle 
of incidence at the film-medium interface, ^•'^, is equal 
to Bl'^, and if ^^ is greater or less than B]'^, Bl'^ will 
automatically be greater or less than Bl'^. 

The parameters of the system chosen for calcula- 
tion are given in table 1. The values for 71 1 and riz 
arose out of an experimental study reported else- 
where [10]. The index tii pertains to a leaded glass 
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prism immersed in a very dilute solution of an 
organic compound in water ln=l .337) . The adsorp- 
tion of this compound onto the glass prism was 
studied by eilipsometry. Calculations have been 
carried out for the values of film refractive indexes 
Uo shown in the table. The value of 1.20, while not 
easy to achieve experimentally, was chosen merely 
to illustrate the behavior wlien n2<Cn^. 

In all the cases shown we shall be interested in 
computing the experimentally obtainable quantities 
\l/ and A as a function of film thickness. We shall 
also be interested in the amount of light reflected, 
and will consider each case in turn. 

Table 1. Parameters of system chosen for calculation \ = 5461 A 







711=1.8376 
7i3 = 1.3370 


0,1 .3 =46.68 deg 
V -3 =36.05 deg* 




Case No. 




di, deg 


Tl2 


ec^ -2, deg 


V-2,deg 


1 




46.00 
46. CO 


1.60-1.36 
1.38-1.36 


60. 7-47. 8 
48. 6-47. 8 


41.1-36.5 
36. 9-36. 5 


2 




46. 00 


1.200, 
1.300 


40.8 
45.0 


33.3 


3 




46.70 


2.00 
1.60 
1.40 
1.35 


60.7 
49.6 
47.2 


41.1 
37.3 
36.3 


4 




46. 70 
50. CO 
50.00 


1.20 
1.40 
1.20 


40.8 
49.6 
40.8 


33.2 
37.3 
33.3 



*dp denotes the polarizing (Brewcstcr's) angle. 

4. Case 1, e'f>d,<d'f 

In this case, when the angle of incidence is less 
than either of the two critical angles, some interesting 
polarization effects occur. This is due to the fact 
that for certain critical values of thickness and 
refractive index of the film r^ or r^ may go to zero. 
When this occurs the reflected light is polarized with 
its electric vector in the plane of incidence (r^=0) or 
normal to the plane of incidence (r^=0). The value 
of tan xj/ may therefore be anything from zero 
(rPr=0) to infinity (r^=0). The vanishing of r^ for 
dielectric films on dielectric substrates is well known 
[11, 12], and the vanishing of r^ and r^ for dielectric 
films on metal surfaces has been discussed by 
Hartman [13] and Mattuck [14]. The conditions for 
the vanishing of r^ for dielectric films on dielectric 
substrates have not, to our knowledge, been pre- 
viously studied. In the appendix there are derived 
the conditions for the vanishing of r* and r^. It is 
shown there that for each case the optical thickness of 
the film must be such that the pliase retardation in 
the film is an odd multiple of tt, i.e., 



2n2dcos 02_k 
X 2 



(3) 



where k is an odd integer. We shall call the thickness 
necessary to fulfill this condition the '^quarter wave 
thickness.'' For this thickness A is zero or tt, and if 
the incident light is linearly polarized, the reflected 
is also. 



In addition to this condition, tliere is a condition 
on 712 for the vanishing of r* or r^. We shall discuss 
the former case first. 

For the vanishing of r^, it is slioAvn in the appendix 
that 7i2 must assume a critical value, 712,,, given by 
the equation 



77/2 s 



--Tiiris cos ^1 COS ^3+n? sin^^j 



(4) 



where the symbols have the obvious meanings. For 
an angle of incidence ol 46.00 deg and the other 
parameters as hi table 1, 772^=1.41542, and the 
corresponding tliickness from cq (3) is 2700 A. For 
these values of the film refractive index and thickness 
tlie reflected ligJit will be linearly polarized, but, 
unlike the condition at Brewster's angle, the electric 
vector is in the plane of incidence, not normal to it. 
Thus tan i/' becomes infinite. We shah now discuss 
the behavior of p, the ratio of reflection coefficients 
(see eq (1)) with film thickness for two values of 
refractive index near the critical index 712s. 

A polar plot of p is given in figure 2 for 772 values 
of 1.41485 and 1.41600, i.e., slightly lower and 
slightly higher than 772s. The numbers on the curves 
correspond to fihn tliicknesses. While the curve for 
712=1.41600 hes entirely to right of the origin, the 
curve for 712= 1.41485 goes around the origin. (The 
very large values of tan \f/ for these cases make this 
somewhat liard to see, and therefore, an enlargement 
of the region around the origin is shown separately. 
The value of xp for these (urrves at zero thickness is, 
of course, a constant determined by 6^, rii, and 713.) 
That is to say, for 712 values above the critical value, 
as film thickness increases A oscillates between two 
extreme values, A^ax and Amin, symmetrically disposed 
with respect to the value of A at zero film tliickness. 
For values of 712 less than 712.., A assumes all values 
from zero to 27r. 

At the quarter wave thickness the waves reflected 
from the 2, 3 interface and transmitted into medium 1 
are tt radians out of phase with both the incident wave 
and the wave reflected from the 1, 2 interface. For 
^2>^2s the amplitude of the sum of the s waves 
reflected from the 2, 3 interface and transmitted into 
medium 1 is less than the amplitude of the s wave 
reflected at the 1, 2 interface, and hence the total 
reflected s wave is in phase with the incident wave. 
For 7i2<^n2s, the amplitude of the sum of the reflected 
and retransmitted s waves is greater than the ampli- 
tude of the .s wave reflected at the 1, 2 interface, and 
the total reflected s wave is tt radians out of phase 
with the incident wave. Thus A at the quarter 
wave thickness changes from to tt as tio goes from 
above 7123 to below. 

There is an extremely great dependence of A upon 
film thickness for values of 77.) near the critical re- 
fractive index 772^ and for film tliicknesses near the 
quarter-wave tliickness, i.e., when A=0 for 712^71^2$ 
or TT for 7i2<Cn2r,' Thus, for example, from the curve 
for 712=1.41600, a change of thickness from 2688 to 
2690 A produces a change in A of 22 deg. This is a 
change of 11 deg per angstrom. Clearly, ellip- 
sometric measurements under these conditions are 
exceedingly sensitive to thickness. 
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Figure 2. Case 1. A "polar plot of p for n2 values slightly lower and slightly higher than n2s {see text). 

The insert is an enlargement of the rectangular area at the center. The numbers on the curves correspond to film thickness. 

O, ri2=1.41485 #, W2=1.41600 
Other parameters as in table 1. 



The dependence of \l> on thickness is less easy to 
see from the figure. The calculations indicate that 
for a film refractive index of 1.41540, i.e., very close 
to 7?2s, a change in thickness from 2694 to 2698 A 
changes tan y}/ from 80 to 1250. This extreme de- 
pendence of tan yp on thickness indicates that the 
production of accurately linearly polarized light by 
this method would be a difficult experimental feat. 
Moreover, the intensity of light reflected under these 
polarizing conditions is very low, but we shall defer 
discussion of this until later in this paper. 



We shall now discuss the behavior of p when r^ 
vanishes. For this to occur, eq (3) must be obeyed, 
and in addition there is a condition on 7^2. As 
shown in the appendix, the values of 712 necessary to 
have the r^ vanish, which we call 7?2p, are given by 



'^2p rs 



UiUz 



2 cos ^1 cos dz 



[l±(l-sin26> sin 2(93) f' (5) 



There are two values of ^2^, corresponding to the 
positive and negative signs, and we call these 
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ntp and ti^. For an angle of incidence of 46.00° 
and rii and n^ as shown in the table, nsp is 4.654 
and out of the range of our consideration. How- 
ever, n2p is 1.3786, and the corresponding tliickness 
from eq (3) is 3487 A. For these values of thickness 
and refractive index the reflected light is polarized 
entirely with its electric vector normal to the plane 
of incidence, and tani/^^O. 

Figure 3 shows the behavior of p witli film thick- 
ness for n2=n2p and two other values near this 
value (1.36 and 1.3942). For values of n2 less tlian 
n2p (but of course greater than n^ the p curve lies 
between the origin and the value of tan xp for the 
bare surface (fig. 3, 712=1-36). Again A oscillates 
between two values, A^ax and Amin, symmetrically 
disposed with respect to the value for the bare sur- 
face. For 712 equal to n^p^ the curve of p passes 
through the origin (tan \p=^) and A^ax and A^in are 
7r/2 and — 7r/2 respectively (fig. 3, ri2== 1.3786). For 
values of Uo larger than 7i2p (but smaller than ^2.?) 
A takes on all values between and 27r (fig. 3, 712= 
1.3942). 



For the quarter wave thickness and values of ti^ 
between Tiop and 712s the sum of tlie amplitudes of the 
waves reflected from the 2,3 interface and trans- 
mitted back into medium 1 is greater than the ampli- 
tude of the wave reflected from the 1,2 interface for s 
waves, but less for p waves. Thus the total reflected 
s wave is tt radians out of phase with the incident 
wave. For angles of incicknice greater than the 
polarizing angle the reflected j) wave however is in 
phase [2] and A is therefore tt. For 7i2<Ci^2p, however, 
tlie sum of the amplitudes of the waves reflected 
from the 2,3 interface and transmitted Ijack into 
medium 1 is greater than the amplitude of the wave 
reflected from the 1,2 interface for both the s and p 
components. Thus the reflected s and p waves are 
both TT radians out of phase with the incident wave 
and A is zero. 

It is now easy to reconstruct tlie behavior of the 
reflection coefficient ratio for all values of 712 between 
r^i and ri^. For values of 7)2 slightly less than n^, such 
as the 712=1.60 curve in figure 3, the p curve lies en- 
tirely to the right of the bare-surface point. In this 
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Figure 3. Case 1, Polar plot of p for several values of 112 between iii and 113. 

The three_curves drawn with dashed Hncs represent vahies of V2 equal to and near n2p. (See text.) The three curves drawn with sohd lines represent values of 
2 between n2p and nz. The symbols on the curves correspond to fdm thicknesses. 
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region tan \p oscillates between a minimum value for 
the bare surface and a maximum value at the quar- 
ter-wave thickness (at which A=0) and A in turn 
oscillates between two values, A^ax and Amin. As the 
refractive index decreases, the maximum value of tan ^ 
increases, as do A^ax and Amin. (fig. 3, ri2 = 1.50 
and n2=l .46) , approaching infinity and ± 7r/2 , respec- 
tively as ?i2 approaches 722s (fig. 2, 712= 1.416). For 
values of 712 less than 7x2 s but greater than 72^^, A 
takes on all values between zero and 27r, but the 
maximum value of tan yp (occurring when A=7r) de- 
creases as no becomes progressively lower (fig. 2, 
722 = 1.41485 and fig. 3, 722=1.3942). At some re- 
fractive index (equal to 1.3942 in the present case) 
between 72^^? and 722^ the value of tan ^p for A = 7r is 
equal to the value for the bare surface. As n^ de- 
creases from this value, the value of tan yp when 
A=T is now less than the value for the bare surface, 
and approaches zero as 722 approaches 72^^. At this 
point A begins to oscillate between a maximum and 
minimum value, which are x/2 for n2=n2p. Finally, 
for 722 between 72 J^, and 723 curves such as those 
for 722= 1 .36 in figure 3 are obtained, becoming small- 
er and smaller as 722 approaches 7? 3. 

It will be clear that the p curves completely cover 
the plane, those with 722^722^ covering the half plane 
to the right of the bare-surface point and those with 
^2<C^25 covering the half plane to the left of the bare- 
surface point. Thus every conceivable state of 
polarization ol the reflected light is possible when the 
incident light is linearly polarized at an azimuth of 
45 deg. Linearly polarized light at all possible azi- 
muths is represented by the intercepts on the hori- 
zontal axis, and this occurs for the quarter-wave 
thickness. Circularly polarized light is obtained for 
that refractive index and thickness for which 
tan \l/=l and A= ± 7r/2, and so forth. The efficacy of 
any of these conditions must, however, be deter- 
mined by calculations such as those carried out for 
the special cases 722,5 and 72^^. 

The curves of figure 2 and 3, while illustrating the 
dependence of p upon thickness, do not show clearly 
the dependence of tan xp and A on thickness. In 
figure 4 we show how tan xp varies with d for several 
values of 722. All these curves are periodic in 
2722^ cos ^2/X. However, since we have chosen cer- 
tain critical values of 722, the curves are not as sym- 
metric as those previously described [2]. The values 
of 722 chosen are as follows: two (1.41485 and 1.41600) 
close to 7123, one (1.3786) at 722"^, one at the value of 
712 (1.3942) for which tan \p at A=7r is equal to tan \p 
for the bare surface, and one value of 712 (1.50) 
greater than 722,5. Considering first the^case where 
7i2=n2p, it will be seen that at d=3500 A, tan \p=0, 
and hence the reflected light is polarized with the 
electric vector in the plane of the surface. Similarly, 
for 722 values slightly lower and slightly higher than 
7225 (1.41485 and 1.41600, respectively) tan i/' becomes 
extremely large when the thickness is the quarter- 
wave thickness. Since the sensitivity (which may 
be defined as the change of \p with thickness [3,15]) is 
the slope of these curves, it will be recognized that 
712 values near 722s and thickness values around the 



quarter- wave thickness give the highest sensitivity. 
Moreover, the curves for 722=1.3786 and 1.41485 and 
1.41600 again show the difficulty of constructing a 
polarizer using films of these critical refractive in- 
dexes; the change of tan \p with thickness near the 
proper thickness is almost discontinuous, so that to 
make a worthwhile polarizer using these effects 
would be very difficult indeed. 

In figure 4 we have also shown the curve for the 
value of 722 for which tan \p has the least variation 
with thickness, with the exception of values of 722 
very close to 7ii or 713. This is the value of 1.3942, 
and for this value, tan \p when A=7r (the quarter- 
wave thickness) is equal to the value of tan \p for 
the bare surface. As can be seen from figure 3 this 
p curve is almost circular and centered at the origin. 
The total variation in tan \p is from 0.743 to 0.650, 
or, in degrees, from 36.66 to 33.0; this change of 
3.7 deg is to be compared with the change of 45 
deg obtained for 712=7125 or 712= n2p. 

In figures 5 and 6 we illustrate the behavior of A 
with thickness for the same values of ?i2 shown in 
figure 4. For 7i2>^2s or 7^2<7^2'p, A oscillates be- 
tween two values. This behavior is typified by the 
curve for 722=1.50 (which is, however, somewhat 
more asymmetric than previously shown curves) 
and has been illustrated many times [2]. As 712 
approaches 7^2,. from above or 712"^ from below, the 
curve of A versus thickness becomes more and more 
as3^mmetric, finally approaching a discontinuous 
curve where n2=7i2p or 712s. This is illustrated by 
the curves for 722=1.3786 and 1.41600 in figure 5. 
In these curves as the ^^half-wave'^ thickness is 
passed, A suffers a very sharp change from —t/2 
to 7r/2, and since xp under these conditions is close to 
either zero or t/2, the ellipse which represents the 
polarization of the reflected light goes very rapidly 
from a very thin ellipse with one sense of rotation to 
a similar ellipse with the opposite sense of rotation. 

The behavior is decidedly different for 77.2~p<C^2<C^2s. 
Under these conditions A takes on all values from 
2t to 0. This is illustrated in figure 6 for the 
refractive indices 1.41485 and 1.3942. The value of 
1.41485 is slightly less than 722.S, and the curve of A \ 
versus thickness for this value is to be compared 
with than for 722= 1 .41600 in figure 5. In the present 
case, A starts from 27r, approaches 37r/2 as the thick- 
ness approaches the quarter-wave value, but then 
drops almost discontinuously to 7r/2 as the thickness 
becomes greater than the quarter-wave value. The 
curve for 722 = 1.3942 illustrates the behavior for ! 
intermediate values of 712 between 7i2p and 722s. As 
722 approaches 723"^, again the curve of A versus thick- 
ness becomes more and more asymmetric, approach- 
ing a discontinuous curve as 712 approaches 72^^,. ; 

We have finally to discuss the intensity of the 
reflected light for these various situations. This is 1 
shown in figure 7 as a function of thickness for the i 
same refractive indexes used for figures 2 to 6. The 
reflectivity shown here is calculated for ''ellipso- 
metric^' conditions, i.e., the incident light is linearly ^ 
polarized at an azimuth of 45 deg to the plane of 
incidence, and is given by (rp^-\-r/)/2. Starting from 
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Figure 4. Case 1. Dependence of tan \p on film thickness for several values of 112 shown in figures 2 and 3. 
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Figure 5. Case i. Dependence of A on film thickness for 
the three values of n2 shown in figure 4 for which n2>n2s 
or n2<n^p. 



a bare-surface value of 41 percent, the reflectivity 
drops to a minimum value at the quarter-wave 
thickness. For 712 close to Uos or n2p this minimum 
value is very low indeed, being- of the order of 2 to 
3 percent. With the present values of refractive 
index for Ui and 7^3, production of polarized light by 
such dielectric films would be an inefficient process. 
More propitious values of Ui and Us do, however, 
give higher reflectivity, at least for n}p [12]. In- 
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Figure 6. Case 1 . Dependence of A on film thickness for the 
two values of n2 shown in figure 4 for which ni"p<n2<n2s. 

creasing the angle of incidence to 46.60 deg (only 
0.08 deg less than 6^'^) gave 7i2s = 1.3679, increased 
the bare-surface reflectivity to 72.8 percent, but 
increased the minimum reflectivity to only 3.3 per- 
cent. Nevertheless, for films less than about 1000 A 
the reflectivity for an angle of incidence of 46.00 deg 
is 30 percent or greater, and hence the intensity of 
reflected ligh\ is sufficient for experimental measure- 
ments under ohese conditions. 
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Figure 7. Case 1 . Dependence of reflectivity on film thickness 
for several values of n2 shown in figures 2 to 6. 

The reflectivities are calculated for incident light at 45 deg azimuth with respect 
to the plane of incidence. 
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Figure 9. Case 3. Dependence of A on film thickness for 
several values 0/112, including the condition 112^111. 

5. Case 2, e''!ye,ye\' 

This case is known as 'Trustrated Total Reflec- 
tion^^ and has akeady been extensively^ treated [16]. 



For this case 7^2 must be less than Uz, and A and \}/ are 
shown in figure 8 as a function of film thickness for 
the two values of n-i given in table 1 . For large film 
thicknesses tan xj/ must approach unity, and A 
approaches some value determined by the angle of 
incidence and the refractive indexes in question. 
For 7i2=1.20 this value of A is 44 deg, while for 712= 
1 .30 it is 19.5 deg for this angle of incidence (46.0 deg) . 
For very thin films whose refractive index is such as 
to make the present conditions apply, it is possible 
to measure thickness and refractive index by a single 
measurement of A and yp. For the present conditions 
the minimum reflectivity (occurring when the films 
are of zero thickness) is 41 percent, and this rises as 
the film increases in thickness. 

6. Cases, ^J''<^i<^J'' 

For this case 712^11^, and tan if/ is always unity. 
The reflectivity is therefore always 100 percent. 
However, the only experimental parameter which 
varies is A, and this permits only the evaluation of 
7i2 or d, but not both; one must be known from other 
considerations. The behavior of A with film thick- 
ness is shown in figure 9 for several values of Un. 
As in case 1, A oscillates between maximum and 
minimum values with a periodicity of (2 n2d cos ^)/X. 
However, since tan \p is always unity none of the 
interesting polarization effects that occurred in case 
1 occur here. As is evident from figure 9, A is more 
sensitive to thickness for those refractive indexes 
which make d]'^ close to the angle of incidence. The 
curves of A against thickness for these refractive 
indexes (1.40 and 1.35 in fig. 9) are asymmetric as 
were the curves in figure 5. We have calculated for 
this case the behavior of A with film thickness for 
one value of 77 2>^i (^2=2.0), and except for the fact 
that the '^phase'^ of this curve is different from those 
with n2<Cni, the behavior is very similar. 



il,2 



7. Case 4, e\^^<e{>e, 



This is the case which is easiest to achieve in prac- 
tice [10], for all that it necessitates is that Si be 
sufficiently high. As in case 3 only A varies with 
film thickness and thus from a single determination 
of \l/ and A only the refractive index or thickness of 
the film may be determined; one must be known 
from other considerations. Figure 10 shows the re- 
sult of computations of A as a function of film thick- 
ness for the three cases shown in table 1. As ex- 
pected, the curves level off and show none of the 
periodicity present in cases 1 and 3. It is to be 
noticed that A rises with film thickness for n2<^nz 
and falls for 7i2>^3- Thus it is not strictly correct 
to say that only thickness or refractive index can 
be determined; by comparing the value of A for the 
film-covered surface with that for the bare surface 
one can determine whether the film has a refractive 
index which is greater or less than the refractive 
index of the medium 3. Beyond this one cannot in 
general say from a single measurement. 
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Figure 10. Case 4- Dependence of A on film thickness for 
n2<n3 and n2>n3. 

8, Sensitivity 

We have spoken of the desirability in cases 1 
and 2 of using an angle of incidence near d^f in 
order to increase reflectivity. There are other 
criteria, however, which influence the choice of 
angle of incidence. In case 3 and case 4, in particular-, 
where total reflection occurs, there is the question of 
experimental sensitivity. This may be defined as 
the change in A for a given change in film thickness 
[3, 15], and, for veiy thin films, a determination of 
this quantity as a function of angle of incidence 
leads to an unequivocal result.^ In figure 11 we 
show the change in A for a 100 A film as a function 
of angle of incidence for rio values of 1.20, 1.40, and 
1.60. Two of the curves span cases 1, 3, and 4, 
and one spans cases 2 and 4. For each of the curves 
it is seen that the sensitivity rises as the angle of 
incidence is lowered. Without considerations of 
intensity one would conclude that the lowest angle 
of incidence should be used. However, with an 
angle of incidence less than 6^f the conditions are 
those of case 1 or 2, and reflectivity falls off very 
rapidly as the angle of incidence is lowered. (The 
minimum angle of 44° in this graph was chosen to 
give a reflectivity of about 17 percent for zero film 
thickness.) Balancing reflectivity against sensi- 
tivity one is led to the conclusion that it is always 
best to work as close to d^f as possible. If 6i is 
slightly less than d^^^ then, for thin films such as 
these, one has the added advantage of having \p 
also vary with film thickness. When ni^n-^, 
choosing 6i slightly above d\^ gives optimum 
sensitivity and complete reflectivity, although only 
A varies. While it is not our purpose to pursue the 
effect of 712 on sensitivity, it will be clear that sen- 
sitivity will be zero for 7^2 equal to tii or ns, be a 
maximum for some value of n^ between Ui and ^3, 
and again increase for Ui^Ui or n2<^n^. This is the 
reason that the curves for 712 of 1.20 and 1.60 in 
figure 11 are higher than the curve for an 712 of 1.40. 

9. Appendix 

It will be shown that for reflection from a film 
covered surface either r^ or r^ may be zero, and 
hence tan yp may be either zero or infinity. 
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The reflection coeflficient r% where v represents 
either 8 or ^ is given by 



„_ rl2+rl^ exp B 
l+rl2r'2z^-wD 



(Al) 



where the terms have the same meaning as in eq (2). 
In order for this reflection coefficient to vanish, two 
conditions must be met: 



Z>— itt; 



2 7i2d COS 62 k 



(A2) 



(A3) 



where k is an odd integer. For these conditions 
satisfied and v = p, tan \p=0; for v=s, tan xf/ is infinite. 
The first state has been studied already [11, 12] 
but we shall be interested in more detail. We shall 
discuss each of the two states in turn. 
State 1 — vanishing of component with electric vector in 
plane of incidence 

For this state, v=p, and the Fresnel coeflftcients 
are given by 



p _J^3 ^^s Qi—ni cos dj 
'■^ Uj cos Oi+ni cos 6j 



(A4) 



where 6j is the angle between the normal to the i^ j 
interface and the ray in medium j. Substituting 
this expression into eq (A3) and simplifying leads to 
the following equation for n2p, the critical value of 
7^2 necessary to make the p component vanish : 



%^3 



1 



2 cos di cos ^3 



[l±(l-sin 2^1 sm 2d,y/'] (A5) 



This equation has already been derived by Schroder 
[12] in slightl}^ different form. There are two solu- 
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tions, which we call nip and n2p, and we shall in- 
vestigate certain of their properties. 

The critical value n2p is symmetrically dependent 
upon Ui, ris, di, and ^3. At normal incidence, 
{61 = 0, (93=0), we obtain the well-known solution 
[11] 



: {niUz) 



1/2 



(A6) 



for the positive solution, and n2~p=0 for the negative 
solution. The latter is, of course, inadmissible. 
For ?ii<C^3, ^1 may take values up to 7r/2, and as di 
approaches 7r/2, n}p increases without bound. For 
^i^^3j ^3 approaches 7r/2 as di approaches B^f, the 
critical angle for total internal reflection, and nip 
increases without limit as di approaches 6]'^. It 
may be shown [12] that the behavior of nt^ as a 
function of di is monotonic. Hence, for the positive 
solution 

nip>{n,n^:)"^ (A7) 

the equality sign holding at normal incidence. 

For the parameters studied here, i.e., ^i=46°, 
^1 = 1.8376, 7i3-= 1.337, 712"^ = 4.654. For this value 
of ntp, d^ is calculated from eq (Al) as 304 A for 
X=5461 A. 

For the negative solution, 7i2~p=0 at normal in- 
cidence, and becomes (uin^ sin ^3)^^^ at grazing inci- 
dence. The value of n2p is always less than (nin^)^^^, 
which in many cases of interest is too low to be 
realized experimentally. For the present case, at 
an angle Bi of 46°, 7^.1 = 1.8376 and 713= 1.337, 712";= 
1.3786, which is easily attainable. For this re- 
fractive index, the critical thickness is 3490 A for 
X=5461 A, and r^=:0.25. 

It is of interest to calculate the value of Bi for 
which n2p is unity. This, of course, represents the 
minimum angle of incidence for a given ni and n^ for 
which the value of 7^2"^ is admissible. A certain 
amount of algebraic manipulation gives 



sin^ B 



_ nl+nl—2ntnt 
^ 2nl[l-ntnt] 

[(7?,^— 7^^)^+47^t^3W- 



-l)(nl-l)Y' 



2nl[l—ntnt] 



(A8) 



Except for the presence of the term ti? in the denomi- 
nator this expression is symmetrical in ni and 7^.3. 
Angles of incidence less than the value given by this 
equation cannot produce linearly polarized light 
with the electric vector normal to the plane of in- 
cidence for the negative solution to eq (A5) . 

State 2 — vanishing of component with electric vector 
normal to plane oj incidence 

Although mentioned by Schroder [12], this case 
does not appear to have been studied. Indeed, it 
has been considered impossible [11]. For this case 
the Fresnel coefficient is 



_ni cos Bi—nj cos Bj 
Ui cos Bi+n^ cos B^ 



(A9) 



Substituting this in eq (A3) leads to the following equa- 
tion for the critical value of n^ for the reflected light 
to be polarized entirely with its electric vector" in 
the plane of incidence (712s) •* 



n2s=nins cos Bi cos ^3+7^.1 sin^ ^1. 



(AlO) 



In this case there is only one value of 712s which is 
admissible. At normal incidence we again obtain 
n2s={ninsy^\ 

Not all combinations of ni, n2, and 7^3 are possible 
in this case. To show this we recast eq (A9) into 
the f oUowino; form 



^2 • 9 /I 
-2=sm2 0^ 



r I 

n\ ' Ltan B^ 

Now, if n2^ni, then 



tan ^3 



'} 



(All) 



sin^ di 



[ 



1 



tan Bi tan ^3 



'] 



1 >i 



or 



tan ^3<tan B^ (Al2) 

and hence n^^Ui. 

A similar calculation for n2<Cni leads to the condi- 
tion nz<Cni' An obvious way to satisfy these condi- 
tions is for ni, n2, and 713 either to increase or decrease 
in order. For the case of 7^1=^ 1.337, 7^,3=1.8376, 
^1=46° (which is the opposite of the direction of prop- 
agation treated in the text), direct computation 
gives 7^,2=1.543 and ^2=1130 for X=5461. For these 
values the reflected light is polarized entirely with its 
electric vector in the plane of incidence. The value 
of r^ is, however, only 0.032. For the opposite 
direction of propagation (7^1= 1.8376, 7^3=1.337) 
7^2=1.41542. 
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